The dual responsive Electrochemical Cell-on-a-Chip Microdisc Electrode Array (ECC MDEA 5037) is a recently developed electrochemical transducer for use in a wireless, implantable biosensor system for the continuous measurement of interstitial glucose and lactate. Fabrication of the biorecognition membrane via pyrrole electropolymerization and both in vitro and in vivo characterization of the resulting biotransducer is described. The influence of EDC-NHS covalent conjugation of glucose oxidase with 4-(3-pyrrolyl) butyric acid (monomerization) and with 4-sulfobenzoic acid (sulfonization) on biosensor performance was examined. As the extent of enzyme conjugation was increased sensitivity decreased for monomerized enzymes but increased for sulfonized enzymes. Implanted biotransducers were examined in a Sprague-Dawley rat hemorrhage model. Resection after 4 h and subsequent in vitro re-characterization showed a decreased sensitivity from
Introduction
The fabrication of multi-analyte biotransducers is a major technical challenge when the length scales of the individual transducer elements are on the order of microns [1] [2] [3] . Such biotransducers are critical for in vivo (intramuscular) wireless biosensor systems [4] that allow for immediate and continual pre-hospital monitoring of lactate and glucose to inform patient specific interventions that will improve survivability from hemorrhage [2, 4] . Continued examination of interstitial compartments using biosensors will aid in understanding the temporal relationships among biomarkers of stress in these environments and how they relate to hemorrhagic shock states [5] . Electropolymerization of conductive polymers such as polypyrrole [6] [7] [8] and polyaniline [9, 10] , as well as electropolymerization of non-conductive polymers, such as poly(o-phenylenediamine) [11] , poly(m-phenylenediamine) [12, 13] and poly(phenylene oxide) [14, 15] , have been well studied and is one of the emerging additive methods of biofabrication that may be used to guide and deposit biological entities such as enzymes, antibodies, nucleic acids, sub-cellular fragments, and even whole cells to metallic or semi-conducting electrode sites of more complex devices [16] [17] [18] . Biofabrication techniques using conducting electroactive polymers have been previously described for use in the design and fabrication of the biological recognition membranes of biotransducers [17, 19] . Polypyrrole is a conductive electroactive polymer electropolymerized from its monomer pyrrole, which, because of its facility to direct the deposition of dopant and entrained macromolecules onto electrode surfaces, has been previously described and reviewed for the fabrication of amperometric, voltammetric, and impedimetric biotransducers [20] [21] [22] .
Biorecognition membranes of precisely controlled thickness may be fabricated through judicious control of electropolymerization charge density [23] . In so doing, a wide range of copolymers may be synthesized and a wide range of monomeric and polymeric dopants may be incorporated through judicious control of the materials and solvent composition of the electropolymerization bath [24, 25] . In addition, post-processing of biorecognition membrane layers, such as over oxidation or chemical derivatization may be used to enhance or stabilize performance of the fabricated bio-layer. Most importantly, all these processing steps may be performed in batch or continuous mode, in bio-benign aqueous environments at pH values close to 7.0 and with the use of modest electrode potentials under conditions that are close to ambient; conditions that are compatible with biological recognition entities and that prevent denaturation. Thus, conducting electroactive polymers (CEPs) have many attractive features such as selectivity of enzyme entrapment to electrode surfaces [26, 27] , reduction of interfacial impedance, thickness control via charge density [28] , enzyme stability, biocompatibility [29] [30] [31] , and adjustment of biosensor enzyme kinetic properties. Polypyrrole, along with other electroactive polymers, once formed, can be surface modified and used for various chemical coupling reactions [32, 33] . During electropolymerization, the biological molecule may serve as the dopant anion (most enzymes possess a net negative charge). Hence, biomolecules, such as enzymes, can be used to dope polypyrrole during electropolymerization when fabricating biosensors [17, 27, 34, 35] . Enzymes such as glucose oxidase possess amino acid residues in their primary structure to which covalent coupling of other functional moieties can be performed. For instance GOx from Aspergillus niger (EC 1.1.3.4, PDB ID 1CF3) has 15 lysine residues per subunit (two subunits per molecule of GOx) possessing primary amines available for covalent chemical modification. The covalent chemical modification of an enzyme in such a manner has the potential to influence the extent of its incorporation into the biorecognition membrane layer during the electropolymerization process.
Biotransducers fabricated with electroconductive hydrogels (ECHs) [35, 36] offer the tremendous benefits of enzyme stability and protection from proteases in the host environment during in vivo application [35] but with a drawback of suboptimal sensitivity and compromised limits of detection for a wireless biosensor system [2, 35] . It is believed that enzyme loading (Units/cm 2 ) and transport limitations compromise performance. Through enzyme modification that aims to improve incorporation (loading), it should be possible to enhance current densities of polypyrrole-based amperometric biosensors. As a direct means of improving biosensor performance, i.e., increasing biosensor sensitivity and maximum current, lysine groups of enzymes were functionalized with (i) a pyrrole moiety (monomerization) thereby directly incorporating enzymes via co-polymerization into the growing polypyrrole layer, or (ii) a sulfonic acid moiety (sulfonization) thereby incorporating enzymes as better dopants into the growing polypyrrole layer. Both non-covalent and covalent enzyme modifications via monomerization and sulfonization were performed and the influence of these on biosensor performance was studied. Furthermore, the effect of a polypyrrole-polystyrenesulfonate (PPy-PSSA) seeding layer of low charge density (10 mC/cm 2 ) intended to create a "flash" of highly adherent but otherwise porous PPy on the electrodes was developed as a means to enhance biofabrication and bioanalytical performance of subsequent enzyme layers. The in vivo performance of a biosensor system [37] , based on the MDEA 5037 fabricated with electropolymerized polypyrrole, was examined in a Sprague-Dawley animal model. Previous characterizations of these systems in vitro have been performed and performance parameters of sensitivity, apparent Michaelis-Menten constant, limits of detection, stability, biosensor channel crosstalk, and linear range have been examined [2, 27, 35, 38] . Sensors fabricated with polypyrrole-based electroconductive hydrogels have shown no loss of sensitivity in vitro over an 18-day period when stored in PBS buffer at 4 °C [38] . Glucose biosensors fabricated with overoxidized polypyrrole were observed to limit the response to ascorbic acid to no more than 5% of the total response to glucose, reduce signal response to other negatively charged endogenous interferents by 92% and have an interferent rejection ratio of 12:1 [35, 38] . Nonspecific adsorption of enzymes companion sites during the biofabrication process has been shown to be insignificant and to have little to no influence on biosensor response [2] . Dual analyte electrochemical biotransducers for the amperometric detection of glucose and lactate have been developed for use in thin layer flow cells that employ flow injection analysis [39] . The current transducers, developed in conjunction with ABTECH Scientific, Inc. (Richmond, VA, USA), were microlithographically fabricated, decorated with the biorecognition layer, characterized in vitro, and implanted into the trapezius muscle of Sprague Dawley rats. Internal calibration, response under controlled hemorrhage conditions, and post-resection re-characterization were used to evaluate biotransducer performance.
Experimental Section

Chemicals and Reagents
Poly(styrene sulfonic acid) (PSSA 30%, MW = 70,000, 6-10% sulfonation,  = 1.10 g/mL) was purchased from Polysciences, Inc. Dulbecco"s phosphate buffered saline, benzophenone (reagent grade 99%), pyrrole monomer (reagent grade 98+%), 4-(3-pyrrolyl)butyric acid (PyBA), glucose oxidase (GOx, E.C. 1.1.3.4 from Aspergillus niger), β-D(+)-glucose, 1-ethyl-3- [3-dimethylaminopropyl] carbodiimide (EDC), N-hydroxysulfosuccinimide (Sulfo-NHS), N-hydroxysuccinimide (NHS), 4-sulfobenzoic acid (SBA), ferrocene monocarboxylic acid (FcCOOH), and all other common solvents, were purchased from Sigma Aldrich Co. (St. Louis, MO, USA). Pyrrole monomer was purified by double passage through an alumina silicate column (Supelclean™, LC-Alumina-A SPE, 570*2-U, 1 g). Solutions were prepared in deionized water (DI-water) prepared by purifying distilled water through a Milli-Q ® plus (Millipore Inc.) ultrapure water system. The glucose stock solution of 1.0 M was prepared and allowed to mutarotate overnight before use. Phosphate buffered saline (PBS) was used at 0.1 M at pH = 7.2 unless noted otherwise.
Enzyme Monomerization and Sulfonization
4-(3-pyrrolyl)butyric acid (for monomerization) and 4-sulfobenzoic acid (for sulfonization/ dopantization) were covalently conjugated to amine groups of lysine residues of glucose oxidase. For monomerization of enzymes, a solution of 0.175 M Py and 0.025 M PyBA was prepared in DI-water and its pH adjusted to 4.5-5.5 using dropwise addition of 1.0 M NaOH. For sulfonization of enzymes, a solution of 0.2 M Py and 0.625 mM SBA was prepared in DI-water (pH ≈ 4-4.5 without need for adjustment). The acid groups of PyBA or SBA were activated by the addition of 0.625 mM EDC, the concentration needed to achieve a 10:1 mole ratio of PyBA:GOx or SBA:GOx, was incorporated and allowed to incubate for 1 h at 25 °C. Next 0.625 mM of NHS was incorporated and the solution allowed to incubate for 5 min at 25 °C. Finally, 1.0 mg/mL of GOx was incorporated, the solution shaken vigorously and allowed to incubate for 24 h at 4 °C. This process was repeated to achieve a 2:1 mole ratio of PyBA:GOx or SBA:GOx in conjugation and was repeated without EDC-NHS coupling to serve as the non-conjugated controls.
Electropolymerization and Electrochemical Characterization
Electropolymerization of pyrrole and electrochemical characterization of polypyrrole thin films were performed using a PAR 283 Potentiostat/Galvanostat (Princeton Applied Research) equipped with PowerSuite ® software and a BAS-100B/W Electrochemical Analyzer with a BAS PA-1 preamplifier module used to amplify the current and to filter out noise (BASi, West Lafayette, IN, USA). All experiments were carried out in a three-electrode setup with platinum microelectrodes ( = 100 µm; BASi), the Electrochemical Cell-on-a-Chip Microdisc Electrode Arrays (ECC MDEA 5037-Pt; ABTECH Scientific, Inc.) as the working electrode, an Ag/AgCl (3 M KCl) reference electrode (RE803; ABTECH Scientific, Inc.) and a large area platinum mesh counter electrode.
Transducer Cleaning and Seeding with Polypyrrole
Two types of electrochemical transducers were used; platinum microelectrodes (E) for the in vitro characterization of polymer films and microlithographically fabricated micro disc electrode arrays (MDEA) for animal implantation. The platinum microelectrode was mechanically polished for 1 min using 1.0 μm diamond slurry and then washed with methanol. This was followed by further polishing for 1 min using 0.05 μm alumina and rinsed with DI-water in order to expose a fresh platinum surface. Electrodes were subsequently ultrasonicated, for 3 min each in DI-water, propanol, DI-water; cleaned in a UV-ozone Cleaner (Boekel Industries, Philadelphia, PA, USA) and cathodically cleaned by repeated cycling over the range 0.0 to −1.2 V in phosphate buffered saline (PBS) vs. Ag/AgCl [40] . The ECC MDEA 5037-Pt is a microlithographically fabricated dual analyte electrochemical transducer intended for amperometric and voltammetric biosensor application. Developed for simultaneous monitoring of interstitial glucose and lactate [1] . The transducer possesses 37 recessed microdiscs arranged in a hexagonal array. Each disc has φ = 50 microns for a total working electrode area, WEA = 7.3 × 10 −4 cm 2 [41] . The microlithographic fabrication and geometric patterning of the three-electrode electrochemical biotransducers have been previously described [41] and assembly and packaging of the chip in a manner suitable for implantation into small vertebrate animals has similarly been described [42] . In summary, the electrochemical transducers (0.2 cm × 0.4 cm × 0.05 cm) were fabricated from electron beam vapor deposited platinum (100 nm) on an adhesion promoting titanium/tungsten (Ti/W) layer (10 nm) onto a 0.5 mm thick electronics grade borosilicate glass (Schott D263). The electrodes were laid out as two separate three-electrode electrochemical cells and the metallization passivated with 0.5 micron thick silicon nitride (Si 3 N 4 ). The nitride layer was eventually patterned and fluoro-plasma etched to reveal the array of multiple microdiscs of the working electrode (7.3 × 10 −4 cm 2 ) the large area counter electrode (7.3 × 10 −3 cm 2 ) and the shared reference electrode (7.3 × 10 −5 cm 2 ) that were connected to the five bonding pads. The MDEA 5037-Pt transducer was first ultrasonicated for 3 min in each of DI-water, isopropyl alcohol (IPA), and DI-water. Next, the transducer was placed in a UV-ozone cleaner (Boekel Industries) under irradiated ozone generation for 10 min followed by 1 min of ultrasonication in IPA. This was followed by plasma surface modification of the transducer to generate hydroxyl groups on the silicon nitride surface (Harrick Plasma Cleaner). The transducer was then immersed in PBS buffer, made the working electrode of a three electrode electrochemical cell and was cathodically cleaned by sweeping the potential between 0 to −1.2 V vs. Ag/AgCl at 100 mV/s for 40 cycles. In general, biospecificity was conferred to each array-working electrode of the device by immobilizing a bioreceptor to each working electrode. To support robust biorecognition membrane formation, electrodes were first seeded with a thin electropolymerized film of PSSA doped polypyrrole (PPy-PSSA). This adherent film was formed via potentiostatic electrosynthesis at 750 mV vs. Ag/AgCl to a charge density of 10 mC/cm 2 from an aqueous solution of 0.2 M Py and 0.05 M repeat units of PSSA as dopant prepared in DI-water and pH-adjusted to pH = 4.75 using 0.1 M NaOH [21, 35] .
Conferring Biospecificity to Polypyrrole Seeded Transducers
Following covalent or non-covalent conjugation, biospecificity was conferred to the microelectrodes through further electropolymerization in the freshly prepared conjugation solutions to form the covalently conjugated polypyrrole systems of PPy(SBA-con-GOx) and P(Py-co-PyBA-con-GOx). Non-covalently conjugated systems, useful as controls, did not incorporate EDC or NHS in the electropolymerization reaction solutions and these resulted in the following systems of PPy(SBA)-GOx, P(Py-co-PyBA)-GOx. Further control systems (PPy-GOx) were prepared with 0.2 M Py and 1 mg/mL GOx in DI-Water. After preparation, biotransducers were placed in PBS and refrigerated at 4 °C over night to allow for non-specifically adsorbed enzymes to leach out. Biospecificity was then conferred to the working electrode arrays through further electropolymerization in solutions containing 0.175 M Py, 0.025 M PyBA, and 1 mg/mL of GOx or LOx prepared in DI-Water with pH adjustment to 4.5-5.5 using 1 M NaOH. Electropolymerization for entrapping enzymes proceeded at 850 mV vs. Ag/AgCl for 100 mC/cm 2 . Before use, enzyme-modified microelectrodes were over-oxidized (OO-PPy) by repeatedly cycling the electrode in PBKCl (100 mM, pH 7.2) between −200 to 1,300 mV vs. Ag/AgCl for 40 cycles.
In Vitro Biosensor Calibration Prior to in Vivo Implantation
The 8100-K1 fixed frequency wireless dual potentiostat system was used (Pinnacle Technology, Lawrence, KS, USA). The kit contained the Pinnacle 8151 wireless dual potentiostat, the voltage programmer, and a receiver base station (model 8106) with USB cables. Software for data acquisition (PAL) was also included in the kit. Biotransducers were interfaced with the 8151 wireless potentiostat via a custom connector. Two-electrode amperometric measurements of glucose or lactate was enabled, with the on-board working microelectrode array serving as the working electrode and the shorted on-board counter and reference electrodes serving as the counter electrode. A bias potential of 0.65 V was programmed into the 8151 and applied to the working electrode array of the MDEA 5037 with respect to the onboard counter electrode. To ensure functionality prior to implantation, in vitro calibration of MDEA 5037s was performed in PBS buffer at 37 °C, within 8 h, prior to implantation. Steady state amperometric current produced was measured and the sensitivity of the device was determined from the slope of the calibration plot. In vitro calibrated sensitivity (S o ) was determined by the ratio of the resulting change in current density based on electrode geometric area to change in concentration of analyte in buffer in units of µA ·cm
were made based on this reference sensitivity after implantation of the device. The kinetic parameters were determined using Lineweaver-Burk (LWB) analysis of biosensor amperometric dose response. The apparent Michaelis-Menten constant K Mapp and the maximum current response, I max , were calculated from the slope and the intercept of the Lineweaver-Burk plots [20, 21] . Limits of detection were calculated by dividing 3*STDev (three times the standard deviation) of the steady-state, blank solution current response by the calculated sensitivity.
Implantation of Biotransducers into the Trapezius Muscles of Sprague-Dawley Rats
All animal studies were conducted under Clemson University IACUC Protocol # 2011-013, approved on 9 March, 2011, and valid through 8 March, 2014, under the supervision of Clemson University's Institutional Animal Care and Use Committee (IACUC). Sprague-Dawley rats (250-450 g) were housed in plastic cages (1 rat/cage) at the Godley-Snell Research Center at Clemson University and kept on a 12 h light/dark cycle, with food and water provided ad libitum. Sprague-Dawley rats were shaved, sterilized, and placed under anesthesia on a warming pad. Throughout the biosensor implantation and evaluation experiments, the rats were maintained under anesthesia using 3% isoflurane flow. An incision was made above the trapezius muscle on the back to expose the fascia and muscle. Fascia was spread apart using blunt-tipped scissors to expose the muscle. A small pocket was formed by spreading the muscle tissue apart using microtweezers. The MDEA 5037 was carefully inserted into the pocket by hand. The muscle tissue was closed over the working region of the biotransducer and secured with a suture. Fascia was secured over the muscle tissue with a suture and the wound was closed with surgical staples. After implantation, the MDEA 5037 biotransducer was interfaced with the 8151 dual potentiostat and allowed to reach steady state for an hour. The rat was observed during this time to ensure stability.
In Vivo Biosensor Sensitivity and Response Time to Bolus Infusion of Analytes
After biosensor response reached a steady state baseline measurement of intramuscular analytes, measurements of blood analytes from the saphenous vein were made. Blood glucose was measured using a test-strip based Alpha TRAK glucose meter (Abbott Laboratories). A bolus of solution consisting of 3 M glucose and 0.4 M lactate prepared in 0.1 M PBS (pH = 7.4) was infused, up to 0.5 mL, through the tail vein. Procedures for measurement of interstitial analytes lasted for up to 3 h. One hour was used to allow the biosensors to reach a steady state. Blood analyte measurements and bolus infusions were made after reaching steady state and at 30 min intervals thereafter. Changes in amperometric response deviating from steady state were observed after the bolus injection of glucose and lactate into venous blood. Estimated interstitial analyte responses measured by biosensors calibrated in vitro were compared to analyte concentrations in the blood. Interstitial concentrations of glucose in non-diabetic rats have been shown to have a good 1:1 correlation to plasma glucose concentration at the basal state [43] . Sensitivity was determined based on in vivo responsiveness to exogenously changing levels of glucose and lactate. Rats were subsequently euthanized after procedures and the trapezius muscle surrounding the biotransducer was resected in order to safely recover biotransducers. Resected biotransducers were re-characterized in vitro to assess the functionality and lifetime of the device in vivo. Upon explantation the base current, sensitivity and response time of biosensors were once again evaluated in PBS at 37 °C. Resected biotransducers were considered functional if sensitivity and maximum current were maintained, being not significantly different from freshly prepared sensors, can detect the physiologically relevant range of glucose or lactate, and have a response time of approximately 1 min.
Results and Discussion
Effects of a Polypyrrole Seeding Layer on Analytical Performance of Biotransducers
To create effective, stable and reproducible biotransducers, it is necessary to establish an intimate and stable interface between the biorecognition membrane layer and the underlying physicochemical transducer, in this case, the metallic electrode. To achieve this, an approach has been developed that uses a nano-dimensioned seeding layer of electropolymerized, pristine, polypyrrole-polystyrene sulfonate. Electropolymerization serves as an additive fabrication process that places an organic electronic layer in intimate contact with an electrified metallic layer. No other surfaces of the device are affected. The effects of seeding transducers with PPy-PSSA prior to subsequent electropolymerization and entrapment of enzymes was explored. A low charge density of 10 mC/cm 2 , corresponding to a film of 25 nm [28] , was used as a seeding layer prior to applying 100 mC/cm 2 [38] . The linear range of an amperometric biosensor system is typically a function of analyte diffusivity through the bioactive membrane [44] . The linear dynamic range of seeded biotransducers was not significantly broader than that of unseeded biotrasducers. The nano-thin PPy-PSSA layer was not enough to serve as a barrier to diffusion of enzymatically generated hydrogen-peroxide in order to increase the linear range or adversely affect other enzyme kinetic parameters. The K Mapp values determined show that no changes to enzyme affinity occurred as a result of the seeding layer. Seeded biotransducers showed less variability in K Mapp indicating good reproducibility of enzyme affinity compared to unseeded transducers. For amperometric, enzyme-based biosensors, the maximum current is related to total enzyme activity [17] . The nearly 2-fold increase in maximum current was statistically significant (p = 0.045). These results are a good indication that the seeding layer serves to enhance loaded enzyme activity. It is likely that the seeding layer provides a surface that facilitates enzyme adsorption/entrapment without denaturation. Polypyrrole is known to have a stabilizing influence on enzymes [45] . Enzymes being immobilized onto an unseeded electrode will likely be entrapped within a mechanically disparate interface of Pt|PPy that may not preserve the structure of immobilized enzymes as effectively. The principal role of the seeding layer was to significantly decrease the average biofabrication time from 68 (±22) min for the unseeded biotransducer to 35 (±6) min for the seeded biotransducer (p = 0.007); a reduction of 50%, and to improve reproducibility in biofabrication. Electropolymerization efficiency is an important biofabrication parameter. Enzymes require a hydrated, protective environment in order to function in vivo. Electropolymerization of pyrrole to entrap GOx within polypyrrole to yield a biosmart, pHEMA-based hydrogel has been used to fabricate in vivo biotransducers [46] . These hydrogels provided the necessary protective hosting of the immobilized biomolecules [47] and the in vivo biocompatibility for the protection of the biotransducers [35] . However, hydrogel modified transducers require considerable overpotential for electropolymerization; as much as 1,000 mV vs. Ag/AgCl and the polymerization times are comparable to that of unmodified electrodes [35] . Figure 1 . The effects of the PPy-PSSA seeding layer of 10 mC/cm 2 on the enzyme kinetic parameters of biotransducers fabricated using 100 mC/cm 2 (error bars show 95% confidence intervals, n ≥ 5). * = p < 0.05; ** = p < 0.01.
Enzyme Monomerization and Sulfonization
The monomerization of enzymes [48] [49] [50] [51] and biomolecules [52, 53] is a well-practiced art and the sulfonization of GOx using PEG spacer arms to a poly(2-acrylamido-2-methylpropane sulfonic acid) has likewise recently been described [54, 55] . In this work, the amine groups of lysine residues of GOx were covalently coupled to either 4-(3-pyrrolyl)butyric acid or 4-sulfobenzoic acid using EDC-NHS coupling chemistry, Figure 2 . The amperometric dose response of biotransducers to glucose was measured for (i) covalently conjugated systems: PPy(SBA-con-GOx), P(Py-co-PyBA-con-GOx), (ii) non-covalently conjugated systems: PPy(SBA)-GOx, P(Py-co-PyBA)-GOx, and (iii) control systems: PPy-GOx. The covalently conjugated systems with a 10:1 molecular ratio of PyBA:GOx or SBA:GOx are depicted in Figure 3 .
The approach to covalent coupling considered in this work is intended to be a simple and effective means of enzyme conjugation that can be performed in a single solution and immediately used for electropolymerization without need for sophisticated separation steps. Moreover, these reactions are non-targeted, being potentially reactive with amine groups near the active site and with the potential for compromise of global enzyme structure and activity. It is noted that not all lysine groups will be available for conjugation and that the total number of lysine groups conjugated may likely be less than that of the feed ratio. Monomerized enzymes were prepared with the intent of having them be directly incorporated into the backbone of the forming electropolymerized polypyrrole. Sulfonized enzymes were prepared in order to have them act as more effective dopants and so be more efficiently electrostatically entrapped within the growing layer of positively charged polypyrrole backbones. Figure 2 . Scheme of enzyme modification using EDC-NHS coupling chemistry to monomerize glucose oxidase with PyBA; Sulfonization of enzymes with SBA was performed in a similar fashion. Figure 3 . Subunit of glucose oxidase from Aspergillus niger with Lysine groups in red (top), monomerized enzymes used for preparing P(Py-co-PyBA-con-Gox) (bottom left) and sulfonated (bottom right) enzymes used for preparing PPy(SBA-con-GOx) with 10:1 ratio of PyBA or SBA conjugation to enzymes.
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Electropolymerization Kinetics of Covalently Conjugated Systems
The kinetics of electropolymerization, defined as the time to reach 100 mC/cm 2 of charge, were compared for all systems studied. The control systems of PPy-GOx had an electropolymerization time of 68  22 min. Enzyme systems containing PyBA, namely P(Py-co-PyBA)-GOx and P(Py-co-PyBAcon-GOx), both had significantly greater (p < 0.03) electropolymerization times compared to PPy-GOx. Enzyme systems PPy(SBA)-GOx, PPy(SBA-con-GOx) had significantly lower electropolymerization times compared to all other systems (p < 0.02). Sulfobenzoic acid is a highly mobile dopant capable of screening charge and making electropolymerization kinetics more facile for polypyrrole formation [56] . No significant difference in kinetics was noted between covalent and non-covalent conjugation for either PyBA or SBA systems. A decrease in variability in electropolymerization time was however observed for the covalently conjugated systems when compared to the non-covalently conjugated systems. There is likely some competition for doping sites within the formed polypyrrole between adsorbed glucose oxidase and PyBA/SBA in the non-covalent systems, whereas for covalently conjugated systems, the dopant becomes solely the adsorbed monomerized or sulfonated enzyme.
Characterization of Enzyme Conjugation using Ferrocene Monocarboxylic Acid
Cyclic voltammetry in the presence of a redox mediator, ferrocene monocarboxylic acid, was used to probe and confirm the extent of monomerization and sulfonization of enzymes by EDC-NHS coupling. A redox mediator, ferrocene monocarboxylic acid, was conjugated to glucose oxidase to a saturating extent using a 30:1 conjugation ratio of FcCOOH:GOx to confirm the effectiveness of covalent conjugation. In order to separate unreacted components of the solution after conjugation had taken place, samples were allowed to dialyze in a Slide-A-Lyzer dialysis cassette (Thermo Scientific Pierce, Rockford IL) in deionized water over night in a water bath, which was changed with fresh deionized water every 3 h. These samples are denoted as "Dialyzed". After dialysis was complete the solutions were immediately characterized electrochemically. Cyclic voltammograms obtained at platinum microelectrodes in the presence of DI-water, unmodified GOx enzyme and covalently conjugated FcCONH-GOx enzyme is shown in Figure 4 . The formal potential for ferrocene monocarboxylic acid is approximately 320 mV vs. Ag/AgCl [57] . Higher anodic and cathodic currents were observed for FcCOOH-GOx conjugates compared to just enzyme or DI-water. The oxidation and reduction peaks decreased for the conjugates after dialysis due to the removal of unreacted FcCOOH. Redox activity was still evident, however, indicating that covalent conjugation had occurred. Response from 1 mg/mL of GOx showed no changes and was identical to samples of GOx and FcCOOH mixed together without EDC/NHS and dialyzed (data not shown). 
Bioanalytical Performance of Monomerized and Sulfonated Enzyme Biosensors
The dose response curves of biotransducers fabricated using monomerized GOx and sulfonated GOx are shown in Figure 5 and biosensor performance parameters for all systems are summarized in Table 1 . The covalently sulfonated system, PPy(SBA-con-GOx), had a sensitivity of 1.92  0.2 µA ·cm PPy(SBA-con-GOx) system was significantly more sensitive (p < 0.0002) than the PPy-GOx system. The PPy(SBA-con-GOx) system was shown to have the best limits of detection with significantly better (p = 0.002) resolution compared to P(Py-co-PyBA-con-GOx). Response times were equivalent among all systems. The non-covalently coupled SBA system, PPy(SBA)-GOx, had a sensitivity of 1.8  1.2 µA ·cm −2 ·mM −1 which was found to be the same as PPy-GOx controls. Electropolymerized polypyrrole glucose biotransducers fabricated with GOx conjugated to poly(2-acrylamido-2-methylpropane sulfonic acid) polyanion dopants have been shown to have sensitivity ranging from 180-270 nA/mM/cm 2 with a linear range of 20-26 mM and a Michaelis-Menten constant of 46.7 mM [55, 58] . Overall the covalent sulfonization process successfully yielded biotransducers with higher sensitivity but at the cost of decreased linear dynamic range when compared to the GOx-polyanion system found in the literature. Biotransducers were able to maintain unchanged functionality for up to 8 days with storage in PBS at 4 °C. After the 8-day period background current increased and sensitivity decreased during characterization in PBS (data not shown). Figure 5. Dose response curves of (left) monomerized and (right) sulfonated enzyme biotransducers prepared on Pt|PPy-PSSA seeding layers of 10 mC/cm 2 at  = 100 ·Pt·E.
The non-covalently conjugated system, P(Py-co-PyBA)-GOx, had a sensitivity of 4.8  0.9 µA ·cm −2 ·mM −1 , a response time of 17  5 s, a detection limit of 0.05  0.03 mM, a K Mapp of 7.2  2.6, a maximum current of 77  25 µA ·cm −2 and a linear range of 9.5  2.8 mM. Its sensitivity was significantly greater than every other biotransducer (p < 0.045) except the sulfonated system, PPy(SBA-con-GOx). P(Py-co-PyBA)-GOx had the highest maximum current of all systems studied and was significantly greater (p < 0.01) than the PPy-GOx system. Covalently monomerized GOx did not perform statistically different from PPy-GOx. Glucose oxidase that is lysyl modified with an N-substituted 1H-Pyrrole-1-propionic acid has been shown to have higher electrode activity compared to native GOx in polypyrrole membranes [59] . Chemical modification of GOx lysine groups with 3-carboxymethyl pyrrole has also been shown to exhibit higher enzyme activity and storage stability than systems using N-substituted pyrrole [60] . Our results show that incorporation of PyBA without covalent coupling is sufficient for increasing biosensor performance with respect to higher sensitivity and overall enzyme activity without the need to modify electrode geometry or properties. Enhancing [61] . This improvement, however, may not carry over to the final in vivo biosensor system which will be coated with bioactive hydrogels that is expected to limit diffusion [35, 62] . The MDEA 5037 system was equal in performance with respect to response time and improved in performance with respect to sensitivity when compared to wire-type epoxy-polyurethane implantable systems which have been shown to have response times ranging from 20-200 s with sensitivity ranging from 1-6 nA/mM [63] . Rapid response is necessary for these implantable systems in order to most accurately report physiological conditions in vivo. For enzyme-based amperometric biosensors, the response time will generally be limited by the diffusion of glucose and hydrogen peroxide through the bioactive polymer membrane. Spin casting hydrogels to control thickness of bioactive membranes can be used to ensure that effective response times (<60 s) are maintained. Linearity of response for these enzyme-modified systems was generally similar to that of biosensors fabricated with GOx entrapped by composites of nanoparticles and polypyrrole with limits between 4 and 13 mM [64] [65] [66] . Linear range limits of 20 mM have been achieved using PPy coated gold nanoparticles, an increase which comes with decreased sensitivity by a factor of 6 and increased K Mapp [67] . Similar types of observations were made for the covalently monomerized biotransducer system, wherein sensitivity decreased by an order of about 4-5 while increases in K Mapp and linear range occurred. A high linear range is valuable for accurate measurement of high concentrations of glucose without the need for estimation from curve fits. Carbon nanotube doped polypyrrole, when used to entrap GOx onto a glassy carbon electrode, can reach a linear range of up to 50 mM but with compromised sensitivity of 2.3 nA/mM [68] .
Effect of Extent of Monomerizaton or Sulfonation
The extent of monomerization and sulfonation and its impact on biosensor sensitivity was examined by varying the ratio of PyBA and SBA conjugated to glucose oxidase, Figure 6 . A ratio of 2:1 was compared to 10:1. Sensitivity decreased as conjugation increased for monomerized enzymes and increased for sulfonated enzymes. A significant decrease in sensitivity from 4.8  0.9 µA ·cm −2 ·mM Monomerized GOx systems had sluggish electropolymerization kinetics with long times required to reach 100 mC/cm 2 of charge density. This would allow a greater number of enzymes to adsorb onto the forming polypyrrole during the polymerization process resulting in a higher sensitivity for the system. The conjugation to PyBA is likely affecting the active sites of the enzymes leading to the overall decreased sensitivity. The sensitivity increased after increasing the conjugation from 2:1 to 10:1, which may be due to more enzymes being directly incorporated into the polypyrrole network through the enzyme conjugation process. Sulfonated enzymes had the most rapid electropolymerization kinetics, the result of the SO 3 − highly effective dopant. The monotonically increasing sensitivity for sulfonated enzymes suggests that electrostatic interactions are likely playing a key role in enzyme immobilization via electropolymerization. The contents of the enzyme-monomer solution used for electropolymerization will largely dictate the polymer structure, morphology, thickness, conductance, and biosensor performance parameters [69, 70] . The non-covalent and covalent conjugated enzymes in this work were designed with the intent to maximize biotransducer enzyme content by having the enzymes dope the forming polypyrrole. This was shown to have a significant influence on the kinetics of polymerization and improvements in sensitivity, maximum current, and linear range. However, these improvements were achieved with limited reproducibility. The same charge density was maintained throughout PPy film production but was likely limited and affected by the low current densities observed during fabrication, which would have caused differences in film thickness and morphology. Optimization of the electrolyte or dopant composition of the electropolymerization solution will be necessary in the future to improve the quality of the polypyrrole films produced and thereby improve the bioanalytical reproducibility among biotransducers. For the preliminary characterization of intramuscularly implanted biosensor systems each biotransducer was characterized and calibrated individually prior to use. Figure 6 . Effects of the extent of monomerization and sulfonization via increasing molecular ratio of PyBA or SBA to GOx on biosensor sensitivity.
Performance of Freshly Prepared and Resected Biotransducers
Biotransducers fabricated using the MDEA 5037-Pt platform were characterized immediately after their fabrication and again immediately following resection from the trapezius muscle of Sprague-Dawley rats. Figure 7 shows the dose-response curves and performance parameters of glucose biosensors fabricated using glucose oxidase, an FAD-based enzyme, before and after resection. The biosensors varied in terms of their performance and, thus, were calibrated independently prior to use in vivo. Table 2 summarizes the key bioanalytical performance characteristics of the biotransducers before and after resection. The MDEA 5037 biotransducers were implanted in muscle tissue for up to 3 h. The overall performance of resected biotransducers was diminished compared to when they were freshly prepared which was expected. Implanted biotransducers may demonstrate compromised performance due to component-based and biocompatibility-based failures [73] . The following mechanisms of failure for the explanted biosensors were analyzed: lead detachments, electrical shorts, component delamination and degradation, biofouling, electrode passivation, and fibrous encapsulation. Biotransducers were exposed to whole blood and the possibility of protein adsorption, as well as the reactive oxygen species of the acute inflammatory response during their period of implantation. The dramatic increase in response time and K Mapp is likely due to the effect of proteins being adsorbed from surrounding tissue, plasma, and interstitial fluid to the biotransducer surface. Protein adsorption has been shown to have a negative influence on glucose diffusion for implantable and continuous biosensor systems [74, 75] . However, no physical deterioration of the MDEA 5037 transducer was observed and none of the resected biotransducers had spurious responses indicating that neither instrumentation problems nor transducer compromises were causing the changes in performance. Limits of detection were maintained at adequate levels to discern changes in glucose using the biosensor system. Production of hydrogen peroxide has been identified as the main agent for short-term enzyme degradation in vivo [76] . The lack of significant change in maximum current shows that the original enzyme activity was still present in the system after short-term use in vivo, supporting these previous findings. Overall, the MDEA 5037 biotransducers maintained their activity after short-term implantation with respect to sensitivity, maximum current, range of response, and response time.
In Vivo Response of MDEA 5037 Biotransducers to Exogenously Changing Analytes
Three dual responsive MDEA 5037-Pt|PPy(PSSA)|p(Py-co-PyBA)-GOx(Ch1)-Pt|PPy(PSSA)|p(Pyco-PyBA)-LOx(Ch2) biotransducers were tested in vivo (MDEA-1, MDEA-2 and MDEA-3). Figure 8 shows the implanted biotransducer within the trapezius muscle of Sprague-Dawley rats under anesthesia. Following implantation, devices were allowed to stabilize and steady state currents were established and sustained for approximately 1 h. The average blood glucose and amperometric in vivo responses of the glucose sensitive channels are shown in Figure 9 . MDEA-1 and MDEA-3 were prepared having a glucose sensitive cell (Channel 1) and a lactate sensitive cell (Channel 2). Response of Channel 2 for these biotransducers was omitted for clarity. MDEA-2 utilized two glucose sensitive cells (Channels 1 and 2) to compare differences in response to glucose on the same biotransducer. Intramuscular glucose via the biosensor was compared to venous blood glucose collected from the saphenous vein and measured with the Alpha TRAK. The first sensor, MDEA-1, came to a stable base-line current, and interstitial glucose concentrations did not vary much between 1.91-2.23 mM. This seemed reasonable as blood glucose did not vary, remaining between 5.49-5.88 mM. One of the sensors (MDEA-2, Channel 2) showed a sustained increase in interstitial glucose after tail vein infusions of glucose. For the case of MDEA-2, both channels were sensitive to glucose. However, only one of the channels (Channel 2) showed a change in interstitial glucose while the other (Channel 1) did not. MDEA-3 showed a decreasing trend of interstitial glucose concentration with a rapid increase and subsequent fall within minutes after a tail vein infusion.
Glucose measurements made using the intramuscularly implanted MDEA 5037 biosensors and the whole blood Alpha TRAK handheld were compared, Figure 10 . Intramuscular glucose measurements were consistently lower than blood glucose measurements. Previous comparisons of blood versus interstitial glucose concentrations in humans have indicated that as blood glucose increases interstitial values will increase at a slower rate with a total lag of 17.2 ± 7.2 min [77] . Glucose concentrations have been shown to change significantly faster in the blood of anesthetized rats with a rate of 6.8  2.0 mg/dL/min compared to subcutaneous fluid having a rate of 3.9  1.3 mg/dL/min [78] . For rats given an infusion of insulin the difference between subcutaneous glucose and blood glucose has been shown to vary from 30% to 120% within the first 30 min [78] . Thus, we can expect to see major differences between compartments in the anesthetized rats receiving large boluses of glucose and lactate. We should expect to see some similarities between blood and interstitial glucose concentrations at the basal level. Tissue contact after implantation likely played a role in response after implantation. Short-duration implantations, such as these, do not provide sufficient time for tissue remodelling to allow sustained intimate contact between the host tissues and the biotransducer surface [79, 80] . Longer implantation times will be incorporated in the future. In addition to this, a more gradual ramp administration of glucose will be used. This technique has been shown to yield more rapid and accurate sensor response and a more physiologically relevant response in animals [80, 81] . Another drawback of this preliminary study is that the diet, size, and gender of the rats were not controlled. Background current could not be fully accounted for with these biotransducers as both electrochemical channels were used for simultaneous dual analyte detection. Accuracy in continuous monitoring can be improved by ratiometrically correcting for background current [82] . Background current stability of biosensors is known to display drift in vivo [83] . Future studies will need to take into consideration background current immediately prior to implantation. Electroconductive hydrogel modified biotransducers will also be used in future studies, which will likely have better stability in vivo compared to just polypyrrole modified biotransducers. The biosmart hydrogels have been shown to mitigate protein adsorption [62] which may lead to better short-term performance in vivo. The inclusion of hydrogels will be necessary for the protection of enzymes and mitigation of fibrous encapsulation for long-term implantation of biosensors.
Conclusions
Platinum microelectrodes seeded with a PPy-PSSA layer prior to additive electropolymerization of a PPy-enzyme layer had no significant effect on biotransducer sensitivity, linear dynamic range, limits of detection and response time but served to increase maximum current and reduce biofabrication time. These results indicate that entrapping enzymes onto polypyrrole seeded electrodes better maintains activity compared to entrapment directly onto the electrodes. Seeded transducers also had significantly more facile polypyrrole electropolymerization kinetics. The seeding layer may be a good option for making the polymerization kinetics more facile; with a smaller overpotential in these hydrogel systems when highly mobile dopants (Cl ) are not available. Sulfonization of enzymes was shown to be a fast and an effective means of improving biotransducer performance. Sulfonization using sulfobenzoic acid at a 10:1 SBA:GOx ratio was shown to be useful in making electropolymerization kinetics more facile and doubling biotransducer sensitivity compared to native enzyme systems. Monomerization of enzymes using pyrrole butyric acid at a 10:1 PyBA:GOx ratio did not significantly influence biotransducer performance, however, non-covalently incorporated pyrrole butyric acid dramatically increased biotransducer sensitivity and decreased linear dynamic range. This increase may be due to an increased number of adsorbed enzymes during electropolymerization.
The MDEA 5037 biotransducers and Pinnacle 8151 wireless dual potentiostat biosensor system was successfully prepared and characterized in vivo. Both, glucose and lactate biosensors were prepared and characterized in vitro prior to implantation. Lactate biosensor performance was insufficient for characterization in vivo as the limit of detection was not low enough. Glucose biosensors performed as expected based on previous characterization in vitro. MDEA 5037 biotransducers maintained full functionality after 3 h of implantation in the trapezius muscle of Sprague-Dawley rats. No significant decreases in sensitivity and maximum current were observed after biotransducers were resected. Protein adsorption onto the MDEA 5037 biotransducer surface after short-term use in vivo is likely the cause for dramatically increased response time and increased K Mapp . To improve both short-term and long-term performance in vivo, the biotransducers will need to be coated with a biocompatible hydrogel layer that can mitigate protein adsorption. Likewise, background current will also need to be reduced.
